
Incident Report
2019-1904285   -000

Santa Clara City Fire Department
777 BENTON ST.

Santa Clara, CA 95050
408-615-4900

user@ci.santa-clara.ca.us
Printed: 09/28/2023 13:13:47

Number of Pages: 3

Basic

Alarm Date and Time 08:40:52     Saturday, June 1, 2019
Arrival Time 08:44:44
Controlled Date and Time
Last Unit Cleared Date and Time 09:17:33     Saturday, June 1, 2019
Response Time 0:03:52
Turnout Time 0:01:33
Priority Response Yes
Completed Yes
Fire Department Station 09
Shift B
Incident Type 422 - Chemical spill or leak
Aid Given or Received N - None
Alarms 1
Action Taken 1 80 - Information, investigation & enforcement, other
Casualties No
Apparatus - Suppression 2
Personnel - Suppression Personnel 4
Hazardous Material Released 0 - Special hazmat actions required or spill >= 55 gallons
Property Use 629 - Laboratory or science lababoratory
Location Type Address
Address 3250  SCOTT BL
City, State Zip SANTA CLARA, CA 95050
Latitude 37.379521
Longitude -121.97163

Situation

Initial Dispatch Code ALARM
Final Dispatch Code ALARM
Incident Delay 0 - No Delay
Incident Reported By 1 - No - I Did Not Check
Response Type 3 - Code 3
Critical Incident No

Hazmat

Area Affected 1 - Square Feet
Hazmat Action Taken 1 34 - Investigate
Cause of Release 1 - Intentional
Disposition 1 - Completed by fire service only

Hazmat Chemicals

Chemical Name Hazardous Material

Apparatus - E99

Apparatus ID E99
Response Time 0:03:52
Apparatus Dispatch Date and Time 08:40:52     Saturday, June 1, 2019
En route to scene date and time 08:42:25     Saturday, June 1, 2019
Apparatus Arrival Date and Time 08:44:44     Saturday, June 1, 2019
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Apparatus - E99

Apparatus Clear Date and Time 09:17:26     Saturday, June 1, 2019
Apparatus priority response Yes
Number of People 3
Apparatus Use Suppression
Apparatus Type 11 - Engine
First Arriving Unit Yes
Personnel 1 4062 - Cantanho, Trevor

Position: DE
Amount 1: $0.00

Personnel 2 6448 - Lerner, Lukas
Position: FF

Personnel 3 5747 - Carter, Gail
Position: DE

Apparatus - H99

Apparatus ID H99
Response Time 0:04:03
Apparatus Dispatch Date and Time 08:40:52     Saturday, June 1, 2019
En route to scene date and time 08:42:44     Saturday, June 1, 2019
Apparatus Arrival Date and Time 08:44:55     Saturday, June 1, 2019
Apparatus Clear Date and Time 09:17:33     Saturday, June 1, 2019
Apparatus priority response Yes
Number of People 1
Apparatus Use Suppression
Apparatus Type 93 - HazMat unit
Personnel 1 5751 - Gandy, Aaron

Position: DE

Authority

Reported By 4062 - Cantanho, Trevor
06:39:02     Sunday, June 2, 2019

Officer In Charge  - ,

Reviewer  - ,

Narratives

Narrative Name New Narrative
Narrative Type Incident
Narrative Date 06:34:18     Sunday, June 2, 2019
Author 4062 - Cantanho, Trevor
Author Rank DE
Author Assignment 1
Narrative Text At 0840 hours on Saturday June 1, 2019 we were dispatched to a chemical spill/leak. Two

units were assigned to this incident. Four personnel responded. We arrived on scene at
0844 hours and cleared at 0917 hours. The incident occurred at 3250 SCOTT Bl, SANTA
CLARA. The local station is 09. The general description of this property is laboratory or
science lababoratory. Other special haz mat actions were also taken. No mutual/automatic
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Narratives

aid was given or received.

Alarm number 1904285 has been assigned to this incident.

E99 and H99 responded to a gas leak at Apple.  E99 and H99 arrived on scene and found
nothing showing and an evacuation in progress.  Apples ERT was on scene and they stated
that they had been purging their lines but did not put their system in test.  The alarm was
for .5 parts per billion that was going through their scrubbers.  The chemicals were Silane
and Phosephine.  This release was a normal process for them, and there were no further
actions needed by Fire or Hazmat.

E99 cleared.

E99B
A/C T.Cantanho

End of Report
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Fire Department 

Memorandum 

Date: October 18, 2023 

To: City Clerk 

From: Fire Department 

Subject: Public Records Request - 23-518 Item A 
 
In a prior request, a fire department/haz mat report was released for a 2019 silane/phosphine leak 
at 3250 Scott. Please provide any additional documents or correspondence related to that matter if 
the city has any. 
 
Fire Department does not have any further other than what was presented in Public Record Request 
# 20-77 (https://santaclara.nextrequest.com/requests/20-77).  
 
cc: File 
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Basic

Alarm Date and Time 23:06:21     Monday, October 21, 2019
Arrival Time 23:10:19
Controlled Date and Time
Last Unit Cleared Date and Time 23:48:42     Monday, October 21, 2019
Response Time 0:03:58
Turnout Time 0:01:51
Priority Response Yes
Completed Yes
Fire Department Station 09
Shift C
Incident Type 422 - Chemical spill or leak
Aid Given or Received 1 - Mutual aid received
Alarms 1
Action Taken 1 63 - Restore fire alarm system
Action Taken 2 86 - Investigate
Casualties No
Apparatus - Suppression 1
Personnel - Suppression Personnel 3
Hazardous Material Released 0 - Special hazmat actions required or spill >= 55 gallons
Property Use 599 - Business office
Location Type Address
Address 3250  SCOTT BL
City, State Zip SANTA CLARA, CA 95050
Latitude 37.379521
Longitude -121.97163

Situation

Initial Dispatch Code ALARM
Final Dispatch Code ALARM
Incident Delay 0 - No Delay
Incident Reported By 1 - No - I Did Not Check
Response Type 3 - Code 3
Critical Incident No

Person Involved - 

Last Name
First Name
Street Address

Hazmat

Area Affected 1 - Square Feet
Area Affected Units 4
Cause of Release 2 - Unintentional release
Factors Contributing To Release 1 50 - Mechanical failure, malfunction, other
Disposition 2 - Completed with fire service present

Hazmat Chemicals

Chemical Name Hazardous Material
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Apparatus - E99

Apparatus ID E99
Response Time 0:03:58
Apparatus Dispatch Date and Time 23:06:21     Monday, October 21, 2019
En route to scene date and time 23:08:12     Monday, October 21, 2019
Apparatus Arrival Date and Time 23:10:19     Monday, October 21, 2019
Apparatus priority response Yes
Number of People 3
Apparatus Use Suppression
Apparatus Type 11 - Engine
First Arriving Unit Yes
Personnel 1 5306 - Beals, Jason

Position: DE
Amount 1: $0.00

Personnel 2 6762 - Orozco, Jose
Position: FF

Personnel 3 7225 - Vo, Trung
Position: FF

Authority

Reported By 5306 - Beals, Jason
07:39:54     Tuesday, October 22, 2019

Officer In Charge 5306 - Beals, Jason
07:39:57     Tuesday, October 22, 2019

Reviewer  - ,

Narratives

Narrative Name Engine 99
Narrative Type Incident
Narrative Date 07:29:58     Tuesday, October 22, 2019
Author 5306 - Beals, Jason
Author Rank DE
Author Assignment 1
Narrative Text At 2306 hours on Monday October 21, 2019 we were dispatched to a chemical spill/leak.

One unit was assigned to this incident. Three personnel responded. We arrived on scene at
2310 hours and cleared at 2348 hours. The incident occurred at 3250 SCOTT Bl, SANTA
CLARA. The local station is 09. The general description of this property is business office.
The primary task(s) performed at the scene by responding personnel was to restore fire
alarm system. Other special haz mat actions were also taken. Mutual aid was received on
this incident.

Alarm number 1908541 has been assigned to this incident.

Engine 99 responded code 3 for the report of a toxic gas alarm. Upon arrival we found the
affected portion of the building evacuated. We located the alarm panel and found that it
showed a spike of Phosphine at 1ppm for 2 to 3 minutes inside a Phosphine gas cabinet. At
the time of our arrival the detector was showing 0ppm. Facility personnel 
arrived on scene and assisted with resetting the system. He stated that the gas cabinet
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Narratives

would remain shut down and that it would be serviced by the appropriate technician in the
morning. We checked with the alarm company for a reset via SCFD Comm and confirmed
that it was reset. Engine 99 cleared the scene.

End of Report
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Santa Clara City Fire Department
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Basic

Alarm Date and Time 08:58:27     Friday, July 17, 2020
Arrival Time 09:03:14
Controlled Date and Time
Last Unit Cleared Date and Time 09:54:25     Friday, July 17, 2020
Response Time 0:04:47
Turnout Time 0:02:01
Priority Response Yes
Completed Yes
Fire Department Station 09
Shift B
Incident Type 422 - Chemical spill or leak
Aid Given or Received N - None
Alarms 1
Action Taken 1 42 - Hazmat detection, monitoring, sampling, & analysis
Casualties No
Apparatus - Suppression 1
Personnel - Suppression Personnel 3
Hazardous Material Released 0 - Special hazmat actions required or spill >= 55 gallons
Property Use 629 - Laboratory or science lababoratory
Location Type Address
Address 3250  SCOTT BL
City, State Zip SANTA CLARA, CA 95050
Latitude 37.379521
Longitude -121.97163

Situation

Initial Dispatch Code ALARM
Final Dispatch Code ALARM
Incident Delay 0 - No Delay
Incident Reported By 1 - No - I Did Not Check
Response Type 3 - Code 3
Critical Incident No

Person Involved - 

Involvement Code
Last Name
First Name
Business Name
Street Address
City, State Zip
Phone

Hazmat

Area Affected 1 - Square Feet
Area Affected Units 1
Cause of Release 2 - Unintentional release
Factors Contributing To Release 1 60 - Design/construction/installation deficiency, other
Disposition 1 - Completed by fire service only
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Hazmat Chemicals

Chemical Name Hazardous Material

Apparatus - E99

Apparatus ID E99
Response Time 0:04:47
Apparatus Dispatch Date and Time 08:58:27     Friday, July 17, 2020
En route to scene date and time 09:00:28     Friday, July 17, 2020
Apparatus Arrival Date and Time 09:03:14     Friday, July 17, 2020
Apparatus Clear Date and Time 09:52:48     Friday, July 17, 2020
Apparatus priority response Yes
Number of People 3
Apparatus Use Suppression
Apparatus Type 11 - Engine
First Arriving Unit Yes
Personnel 1 4062 - Cantanho, Trevor

Position: DE
Amount 1: $0.00

Personnel 2 6220 - Quinley, Ryan
Position: FF

Personnel 3 6379 - Golovey, Dmitriy
Position: FF

Authority

Reported By 4062 - Cantanho, Trevor
21:08:12     Friday, July 17, 2020

Officer In Charge  - ,

Reviewer  - ,

Narratives

Narrative Name New Narrative
Narrative Type Incident
Narrative Date 20:57:00     Friday, July 17, 2020
Author 4062 - Cantanho, Trevor
Author Rank DE
Author Assignment 1
Narrative Text At 0858 hours on Friday July 17, 2020 we were dispatched to a chemical spill/leak. One

unit was assigned to this incident. Three personnel responded. We arrived on scene at
0903 hours and cleared at 0954 hours. The incident occurred at 3250 SCOTT Bl, SANTA
CLARA. The local station is 09. The general description of this property is laboratory or
science lababoratory. The primary task(s) performed at the scene by responding personnel
were material detection, monitoring, sampling, and analysis. Other special haz mat actions
were also taken. No mutual/automatic aid was given or received.

Alarm number 2005200 has been assigned to this incident.

E99 responded to Apple for a gas alarm.  E99 arrived on scene.  The building was
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Narratives

evacuated, and personnel were in the designated areas.  I made contact with Apples
Incident Commander. He stated that they had a detector in a cabinet that had a hit of
Tetraethyl Orthosilicate TEOS.  An engineer was working on tool and the plumbing had
been installed backward.  This caused a small amount of gas to release inside the cabinet.
The tool was shut off and the gas stopped leaking.  The IC took us into their remote
monitoring room where they were able to show us the sensor readings in the cabinet where
the leak was and the area sensors in the room. The monitor showed a spike in TEOS was
17.5 ppm when the history was pulled up.  The area sensor for the room did not detect any
TEOS.  Upon our arrival the sensor inside the cabinet was reading 0.00 ppm and the area
sensor in the room was reading 0.00 ppm. At this time there was no emergency and no risk
to the staff or SCFD personnel. Facility staff and the E99 entered the room with a CGI
running to get eyes on the tool.  The scene was given back to the facility staff for them to
fix their tool appropriately.

E99 cleared

E99B
A/C T.Cantanho

End of Report
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Basic

Alarm Date and Time 08:29:29     Friday, April 30, 2021
Arrival Time 08:33:48
Controlled Date and Time
Last Unit Cleared Date and Time 13:03:56     Friday, April 30, 2021
Response Time 0:04:19
Turnout Time 0:01:30
Priority Response Yes
Completed Yes
Fire Department Station 09
Shift B
Incident Type 422 - Chemical spill or leak
Aid Given or Received N - None
Alarms 1
Action Taken 1 41 - Identify, analyze hazardous materials
Action Taken 2 42 - Hazmat detection, monitoring, sampling, & analysis
Casualties No
Apparatus - Suppression 3
Personnel - Suppression Personnel 7
Hazardous Material Released 0 - Special hazmat actions required or spill >= 55 gallons
Property Use 629 - Laboratory or science lababoratory
Location Type Address
Address 3250  SCOTT BL
City, State Zip SANTA CLARA, CA 95050
Latitude 37.379521
Longitude -121.97163

Situation

Initial Dispatch Code ALARM
Final Dispatch Code ALARM
Incident Delay 0 - No Delay
Incident Reported By 1 - No - I Did Not Check
Response Type 3 - Code 3
Critical Incident No

Person Involved - 

Involvement Code
Last Name
First Name
Street Address
City, State Zip
Phone

Hazmat

Inside/On Structure Flag 1
Area Affected 1 - Square Feet
Area Affected Units 500
Cause of Release 1 - Intentional
Factors Contributing To Release 1 00 - Other factor contributed to release
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Hazmat

Disposition 1 - Completed by fire service only

Hazmat Chemicals

Chemical Name Phosphine
DOT ID 23 - Division 2.3 Gases toxic by inhalation
CAS Registration 7803-51-2
Chemical ID 2199
Container Type 12 - Cylinder
Estimated Container Capacity 1145
Released Units 22 - Pounds
Physical State When Released 3 - Gas
Released Into 1 - Air

Apparatus - E99

Apparatus ID E99
Response Time 0:04:19
Apparatus Dispatch Date and Time 08:29:29     Friday, April 30, 2021
En route to scene date and time 08:31:37     Friday, April 30, 2021
Apparatus Arrival Date and Time 08:33:48     Friday, April 30, 2021
Apparatus Clear Date and Time 09:50:56     Friday, April 30, 2021
Apparatus priority response Yes
Number of People 3
Apparatus Use Suppression
Apparatus Type 11 - Engine
First Arriving Unit Yes
Personnel 1 4062 - Cantanho, Trevor

Position: DE
Amount 1: $3.00

Personnel 2 5748 - Cole, Michael
Position: DEP

Personnel 3 6225 - Marrone, Phillip
Position: FFP

Apparatus - H99

Apparatus ID H99
Response Time 0:04:35
Apparatus Dispatch Date and Time 08:29:29     Friday, April 30, 2021
En route to scene date and time 08:31:48     Friday, April 30, 2021
Apparatus Arrival Date and Time 08:34:04     Friday, April 30, 2021
Apparatus Clear Date and Time 13:03:55     Friday, April 30, 2021
Apparatus priority response Yes
Number of People 1
Apparatus Use Suppression
Apparatus Type 93 - HazMat unit
Personnel 1 5751 - Gandy, Aaron

Position: DE
Amount 1: $1.00
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Apparatus - E98

Apparatus ID E98
Response Time 0:09:52
Apparatus Dispatch Date and Time 08:46:33     Friday, April 30, 2021
En route to scene date and time 08:48:03     Friday, April 30, 2021
Apparatus Arrival Date and Time 08:56:25     Friday, April 30, 2021
Apparatus Clear Date and Time 09:37:08     Friday, April 30, 2021
Apparatus priority response Yes
Number of People 3
Apparatus Use Suppression
Apparatus Type 11 - Engine
Personnel 1 7225 - Vo, Trung

Position: FF
Amount 1: $3.00

Personnel 2 2170 - Siu, Ken -t
Position: DEP

Personnel 3 4075 - Price, Brian - w
Position: CA

Authority

Reported By 4062 - Cantanho, Trevor
18:48:16     Saturday, May 1, 2021

Officer In Charge  - ,

Reviewer  - ,

Narratives

Narrative Name New Narrative
Narrative Type Incident
Narrative Date 18:36:04     Saturday, May 1, 2021
Author 4062 - Cantanho, Trevor
Author Rank DE
Author Assignment 1
Narrative Text At 0829 hours on Friday April 30, 2021 we were dispatched to a chemical spill/leak. Three

units were assigned to this incident. Seven personnel responded. We arrived on scene at
0833 hours and cleared at 1303 hours. The incident occurred at 3250 SCOTT Bl, SANTA
CLARA. The local station is 09. The general description of this property is laboratory or
science lababoratory. The primary task(s) performed at the scene by responding personnel
were to identify and analyze hazardous materials. Other special haz mat actions were also
taken. No mutual/automatic aid was given or received.

Alarm number 2103124 has been assigned to this incident.

E99 responded to ARIA for a toxic gas alarm.  E99 arrived on scene and was met by ERT
staff.  They stated that they had a Phosphine sensor alarm in their lab.  They were purging
the lines for a phosphine gas cabinet.  The phosphine had gone through the scrubbers and
back in through the air handling system and into the lab area, separate from the gas
cabinet.
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Area sensors in the lab indicated that there was a peak reading of 32 PPB.  Measurements
were made after the incident and a determination was made that there was a .001145 lbs. of
phosphine that had been purged.  We determined that the readings in the lab were accurate
based on the curvature of the graph.  Multiple area sensors all reading phosphine gas were
in alarm.

The crew from E99 and H99 set up the command structure and requested E98 code 2 for
backup entry and decontamination.  A ICS 208 was started and is available at
I:\HAZMAT\ICS 208 for full documentation of the incident.

There were no exposures to the gas.  The ventilation system was increased to exhaust the
gas out of the facility as fast as possible. We decided that nonintervention was the safest
course of action due to there was no current leak at the time, and the PPB was diminishing.
Once the area sensors read 0 PPB we made a joint entry with our sensors and an ERT
member from ARIA with one of their sensors.  It was determined that there wasn't any
phosphine left in the facility and it was clear to let employees back into the building.

ARIAs EHS staff was advised to contact CAL OES for their required notification.  I
contacted CAL OES to obtain an incident number 21-2288.

E99 cleared.

E99B
A/C T.Cantanho

End of Report
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Basic

Alarm Date and Time 10:42:08     Monday, April 18, 2022
Arrival Time 10:49:01
Controlled Date and Time
Last Unit Cleared Date and Time 11:39:42     Monday, April 18, 2022
Response Time 0:06:53
Turnout Time 0:00:29
Priority Response Yes
Completed Yes
Fire Department Station 09
Shift A
Incident Type 422 - Chemical spill or leak
Aid Given or Received N - None
Alarms 1
Action Taken 1 86 - Investigate
Casualties No
Apparatus - Suppression 3
Personnel - Suppression Personnel 7
Hazardous Material Released 0 - Special hazmat actions required or spill >= 55 gallons
Property Use 984 - Industrial plant yard - area
Location Type Address
Address 3250  SCOTT BL
City, State Zip SANTA CLARA, CA 95050
Latitude 37.379521
Longitude -121.97163

Situation

Initial Dispatch Code ALARM
Final Dispatch Code ALARM
Incident Delay 0 - No Delay
Incident Reported By 1 - No - I Did Not Check
Response Type 3 - Code 3
Critical Incident No

Person Involved - 

Involvement Code
Last Name
First Name
Street Address
City, State Zip
Phone

Hazmat

Area Affected 1 - Square Feet
Area Affected Units 1
Cause of Release 2 - Unintentional release
Factors Contributing To Release 1 72 - Accidentally turned on, not turned off
Disposition 2 - Completed with fire service present
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Hazmat Chemicals

Chemical Name Hazardous Material

Apparatus - E98

Apparatus ID E98
Apparatus Dispatch Date and Time 10:42:08     Monday, April 18, 2022
En route to scene date and time 10:44:41     Monday, April 18, 2022
Apparatus Clear Date and Time 10:45:03     Monday, April 18, 2022
Apparatus priority response Yes
Apparatus cancelled after dispatch Yes
Number of People 3
Apparatus Use Suppression
Apparatus Action Taken 1 93 - Cancelled en route
Apparatus Type 11 - Engine
Personnel 1 4070 - Lombardo, David-D

Position: DE
Amount 1: $3.00

Personnel 2 5757 - Mervine, Eli
Position: FF

Personnel 3 2538 - Herscovitch, Michael -w
Position: CP

Apparatus - H99

Apparatus ID H99
Response Time 0:06:53
Apparatus Dispatch Date and Time 10:42:08     Monday, April 18, 2022
En route to scene date and time 10:45:16     Monday, April 18, 2022
Apparatus Arrival Date and Time 10:49:01     Monday, April 18, 2022
Apparatus Clear Date and Time 11:39:42     Monday, April 18, 2022
Apparatus priority response Yes
Number of People 1
Apparatus Use Suppression
Apparatus Type 93 - HazMat unit
First Arriving Unit Yes
Personnel 1 6381 - Renshaw, Christopher

Position: DE
Amount 1: $1.00

Apparatus - E99

Apparatus ID E99
Response Time 0:04:21
Apparatus Dispatch Date and Time 10:45:19     Monday, April 18, 2022
En route to scene date and time 10:45:48     Monday, April 18, 2022
Apparatus Arrival Date and Time 10:49:40     Monday, April 18, 2022
Apparatus Clear Date and Time 11:39:15     Monday, April 18, 2022
Apparatus priority response Yes
Number of People 3
Apparatus Use Suppression
Apparatus Type 11 - Engine
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Apparatus - E99

Personnel 1 4970 - Ayllon, Aitor
Position: CP
Amount 1: $3.00

Personnel 2 4977 - Kleinheinz, Phillip
Position: DEP

Personnel 3 7225 - Vo, Trung
Position: FF

Authority

Reported By 4970 - Ayllon, Aitor
15:00:05     Monday, April 18, 2022

Officer In Charge 4970 - Ayllon, Aitor
15:00:06     Monday, April 18, 2022

Reviewer  - ,

Narratives

Narrative Name E99
Narrative Type Incident
Narrative Date 14:43:48     Monday, April 18, 2022
Author 4970 - Ayllon, Aitor
Author Rank CP
Author Assignment 1
Narrative Text At 1042 hours on Monday April 18, 2022 we were dispatched to a chemical spill/leak.

Three units were assigned to this incident. Seven personnel responded. We arrived on
scene at 1049 hours and cleared at 1139 hours. The incident occurred at 3250 SCOTT Bl,
SANTA CLARA. The local station is 09. The general description of this property is
Industrial plant yard/area. The primary task(s) performed at the scene by responding
personnel was investigation. Other special haz mat actions were also taken. No
mutual/automatic aid was given or received.

Alarm number 2203209 has been assigned to this incident.

E99 responded Code 3 to the above address for a report of a chemical leak with no reset.
E99 and H99 arrived on scene of a large commercial building with evacuation in progress.
E99/H99 crew met with the business IC, Safety Officer, and ERT who were managing the
incident currently.  Per the IC, , an employee accidentally turned on the bottle
for 5% gas fluorine while it was in the cabinet.  The system automatically alarmed upon
detection of the gas and evacuated it to the atmosphere as designed.  The bottle was
quickly turned off by the employee and all occupants of the lab were evacuated.  Upon our
arrival, the IC was able to confirm that the lab and any rooms that it was attached to via
ventilation ducts where evacuated.  The lab has sensors inside the cabinet, which was
sealed, and outside the cabinet.  The sensors outside the cabinet never registered any gas
leak during the entire event.  The sensor inside the cabinet was reading at 4.38 PPM upon
arrival, but the staff advises that the sensor may be over saturated and takes time before it
drops.  H99 provided technical references for chemical during the event.  E99 crew spoke
with IC, Safety Officer, and ERT to develop a plan moving forward.  
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After approximately 5-10 minutes the sensor reading began to drop.  ERT sent in an
investigation and backup crew to inspect the lab once both internal and external sensors
read 0 PPM.  All people entering the lab to be in tyvek suits and wearing SCBA as
recommended by technical reference material.  A portable fluorine sensor would be used
to clear the area and the teams would also ensure the chemical bottle was fully closed.
ERT to report out, via radios, to IC and Safety Officer upon entry.  E99 and H99 to assist
Apple staff and provide emergency services if needed.  Crews made entry and confirmed
the bottle was closed and there was no active leak in the lab or cabinet.  Once this was
confirmed the evacuation was lifted and E99/H99 was cleared from the scene to return to
quarters.  

PPE 
turnouts

End of report

Ayllon

End of Report
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Alarm Date and Time 14:19:00     Sunday, May 29, 2022
Arrival Time 14:23:17
Controlled Date and Time
Last Unit Cleared Date and Time 17:11:39     Sunday, May 29, 2022
Response Time 0:04:17
Turnout Time 0:00:00
Priority Response Yes
Completed Yes
Fire Department Station 02
Shift A
Incident Type 422 - Chemical spill or leak
Aid Given or Received N - None
Alarms 1
Action Taken 1 86 - Investigate
Action Taken 2 55 - Establish safe area
Action Taken 3 44 - Hazardous materials leak control & containment
Casualties No
Apparatus - Suppression 3
Apparatus - EMS 1
Apparatus - Other 1
Personnel - Suppression Personnel 4
Personnel - EMS Personnel 1
Personnel - Other 4
Hazardous Material Released 0 - Special hazmat actions required or spill >= 55 gallons
Property Use 629 - Laboratory or science lababoratory
Location Type Address
Address 3250  SCOTT BL
City, State Zip SANTA CLARA, CA 95050
Latitude 37.379521
Longitude -121.97163

Situation

Initial Dispatch Code ALARM
Final Dispatch Code ALARM
Incident Delay 0 - No Delay
Incident Reported By 1 - No - I Did Not Check
Response Type 3 - Code 3
Critical Incident No

Person Involved - 

Last Name
First Name
Business Name
Street Address
City, State Zip

Person Involved - 

Last Name
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Person Involved - 

First Name
Business Name
Street Address
City, State Zip
Phone

Hazmat

Inside/On Structure Flag 1
Area Affected 1 - Square Feet
Area Affected Units 800
Hazmat Action Taken 1 11 - Identify, analyze hazardous materials
Hazmat Action Taken 2 12 - Hazmat detection, monitoring, sampling, & analysis
Hazmat Action Taken 3 14 - Hazmat leak control and containment
Cause of Release 5 - Cause under investigation
Disposition 7 - Released to private agency

Hazmat Chemicals

Chemical Name Hazardous Material

Apparatus - E99

Apparatus ID E99
Response Time 0:03:49
Apparatus Dispatch Date and Time 14:19:28     Sunday, May 29, 2022
En route to scene date and time 14:19:57     Sunday, May 29, 2022
Apparatus Arrival Date and Time 14:23:17     Sunday, May 29, 2022
Apparatus Clear Date and Time 16:51:07     Sunday, May 29, 2022
Apparatus priority response Yes
Number of People 3
Apparatus Use Suppression
Apparatus Action Taken 1 86 - Investigate
Apparatus Action Taken 2 55 - Establish safe area
Apparatus Action Taken 3 44 - Hazardous materials leak control & containment
Apparatus Action Taken 4 42 - Hazmat detection, monitoring, sampling, & analysis
Apparatus Type 11 - Engine
First Arriving Unit Yes
Personnel 1 4970 - Ayllon, Aitor

Position: CP
Amount 1: $3.00

Personnel 2 4977 - Kleinheinz, Phillip
Position: DEP

Personnel 3 7225 - Vo, Trung
Position: FF

Apparatus - H199

Apparatus ID H199
Response Time 0:04:17
Apparatus Dispatch Date and Time 14:19:00     Sunday, May 29, 2022
En route to scene date and time 14:19:00     Sunday, May 29, 2022
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Apparatus - H199

Apparatus Arrival Date and Time 14:23:17     Sunday, May 29, 2022
Apparatus priority response Yes
Apparatus Use Suppression
Apparatus Action Taken 1 86 - Investigate
Apparatus Action Taken 2 55 - Establish safe area
Apparatus Action Taken 3 42 - Hazmat detection, monitoring, sampling, & analysis
Apparatus Type 62 - Light and air unit

Apparatus - T192

Apparatus ID T192
Response Time 0:04:38
Apparatus Dispatch Date and Time 14:19:00     Sunday, May 29, 2022
En route to scene date and time 14:21:08     Sunday, May 29, 2022
Apparatus Arrival Date and Time 14:23:38     Sunday, May 29, 2022
Apparatus priority response Yes
Number of People 4
Apparatus Use 0
Apparatus Action Taken 1 42 - Hazmat detection, monitoring, sampling, & analysis
Apparatus Action Taken 2 86 - Investigate
Apparatus Action Taken 3 44 - Hazardous materials leak control & containment
Apparatus Action Taken 4 55 - Establish safe area
Apparatus Type 12 - Truck or aerial
Personnel 1 5756 - McGee, Michael

Position: DEP
Amount 1: $4.00

Personnel 2 6385 - Cook, Mitchell
Position: FFP

Personnel 3 7223 - Gladfelter, Chris
Position: FF

Personnel 4 3081 - Christian, Doug -t,w
Position: CA

Apparatus - H99

Apparatus ID H99
Response Time 0:15:28
Apparatus Dispatch Date and Time 14:19:00     Sunday, May 29, 2022
En route to scene date and time 14:21:50     Sunday, May 29, 2022
Apparatus Arrival Date and Time 14:34:28     Sunday, May 29, 2022
Apparatus Clear Date and Time 16:51:22     Sunday, May 29, 2022
Apparatus priority response Yes
Number of People 1
Apparatus Use EMS
Apparatus Action Taken 1 86 - Investigate
Apparatus Action Taken 2 55 - Establish safe area
Apparatus Action Taken 3 44 - Hazardous materials leak control & containment
Apparatus Action Taken 4 42 - Hazmat detection, monitoring, sampling, & analysis
Apparatus Type 93 - HazMat unit
Personnel 1 4974 - Hernandez, Carlos
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Apparatus - H99

Position: DE
Amount 1: $1.00

Apparatus - B91

Apparatus ID B91
Response Time 0:00:04
Apparatus Dispatch Date and Time 15:09:49     Sunday, May 29, 2022
Apparatus Arrival Date and Time 15:09:53     Sunday, May 29, 2022
Apparatus Clear Date and Time 17:11:39     Sunday, May 29, 2022
Apparatus priority response Yes
Number of People 1
Apparatus Use Suppression
Apparatus Type 92 - Chief officer car
Personnel 1 4071 - Miller, Drew

Position: BC
Amount 1: $1.00

Authority

Reported By 4970 - Ayllon, Aitor
04:59:46     Monday, May 30, 2022

Officer In Charge 4970 - Ayllon, Aitor
04:59:48     Monday, May 30, 2022

Reviewer  - ,

Narratives

Narrative Name E99
Narrative Type Incident
Narrative Date 04:36:56     Monday, May 30, 2022
Author 4970 - Ayllon, Aitor
Author Rank CP
Author Assignment 1
Narrative Text At 1419 hours on Sunday May 29, 2022 we were dispatched to a chemical spill/leak. Five

units were assigned to this incident. Nine personnel responded. We arrived on scene at
1423 hours and cleared at 1711 hours. The incident occurred at 3250 SCOTT Bl, SANTA
CLARA. The local station is 02. The general description of this property is laboratory or
science lababoratory. The primary task(s) performed at the scene by responding personnel
was investigation. Other special haz mat actions were also taken. No mutual/automatic aid
was given or received.

Alarm number 2204500 has been assigned to this incident.

E99 responded Code 3 to the above address for a report of a chemical gas leak from Apple
Inc. R&D facility.  E99 arrived on scene of a large commercial buidling with security and
RP outside waiting for us.  E99 and T192 made initial contact with ,
processing engineer.  He advised that the building was shut down for the weekend except
for him and one security guard.  Both of them had evacuated the buidling and there should
be nobody else inside.  Security checks via cameras and "scan in" confirmed this.  T192
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crew was initially asked to perform a 360 of the building to ensure nobody else was
loitering outside the building.  

 advised that the sensors have identified that the leaked chemical seems to be
confined to the lab of origin.  Entry was made into the front lobby and ERT office to
review the security panel.  The chemical, Hexafluorobutadiene, had been released from the
cylinders main and secondary cylinders and activated their respective cabinet alarms.  In
addition, the ambient sensors in the room had also been activated.  There were no
additional sensor alarms in adjacent rooms but, per staff, those sensors may not be
calibrated for that specific chemical.  Additional Apple employees arrived to assist with
the lead being , facilities manager.  

Staff was able to provide us with chemical identification, card access through the building,
maps, and details of their exhaust system.  Per the engineer who developed the exhaust
system, if the identified levels for the leak have zeroed out then you can allow 30 minutes
of the exhaust systme to work and the entire lab should be safe to make entry.  The
chemical is a known respiratory and fire hazard in the concentrations and gas form it is
found in outside of the cylinder.  

Based on the information at hand the decision was made to make entry in turnouts and
SCBA's with a combination of their portable sensor equipment and ours.  Objectives were
to confirm there was no chemical present in adjoining rooms, room of origin, cyilnder
cabinets, and manually confirm that all cyilnders valves are closed.  Assignments as
follows.

IC/HMGS/Entry Team Leader: Ayllon
Safety Officer: Miller
ASO: Hernandez 
Tech Ref: Kleinheinz
Entry Team: Christian and Cook
Backup Team: Mcgee and Gladfelter
Medical Monitoring: Vo
Decon: Many
Facilities Assistance: 
Medical Transport: County EMS #253

A briefing was conducted prior to entry including a safety message, review of objectives,
chemical review.  County EMS was on scene staging for the entry.  Entry team and backup
team (Par 4 total) made access into "warm zone" at 1616 with 10 minutes alerts.  No alerts
on any monitoring equipment in adjacent rooms, room of origin, or in the cabinets.  All
cylinder valves confirmed to be shut off.  All teams, Par 4, made exit at 1630.  Event was
Code 4 at 1636.  Faciliity turned back over to the Apple reps.  Report to be referred to
DFM Chun for additional investigation.  All units to clear and return to quarters.  

PPE
Turnouts, SCBA's

Ayllon
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Basic

Alarm Date and Time 14:17:28     Thursday, August 10, 2023
Arrival Time 14:23:54
Controlled Date and Time
Last Unit Cleared Date and Time 14:50:25     Thursday, August 10, 2023
Response Time 0:06:26
Turnout Time 0:01:56
Priority Response Yes
Completed Yes
Fire Department Station 09
Shift A
Incident Type 730 - System malfunction, other
Aid Given or Received N - None
Alarms 1
Action Taken 1 86 - Investigate
Casualties No
Apparatus - Suppression 1
Personnel - Suppression Personnel 3
Property Use 629 - Laboratory or science lababoratory
Location Type Address
Address 3250  SCOTT BL
City, State Zip SANTA CLARA, CA 95050
Latitude 37.379521
Longitude -121.97163

Situation

Initial Dispatch Code ALARM
Final Dispatch Code ALARM
Incident Delay 0 - No Delay
Incident Reported By 1 - No - I Did Not Check
Response Type 3 - Code 3
Critical Incident No

Apparatus - E98

Apparatus ID E98
Response Time 0:06:26
Turnout Time 0:01:56
Apparatus Dispatch Date and Time 14:17:28     Thursday, August 10, 2023
En route to scene date and time 14:19:24     Thursday, August 10, 2023
Apparatus Arrival Date and Time 14:23:54     Thursday, August 10, 2023
Apparatus Clear Date and Time 14:50:25     Thursday, August 10, 2023
Apparatus priority response Yes
Number of People 3
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Apparatus - E98

Apparatus Use Suppression
Apparatus Type 11 - Engine
First Arriving Unit Yes
Personnel 1 5306 - Beals, Jason

Position: CA
Amount 1: $3.00

Personnel 2 5754 - Lambert, Chase
Position: DEP

Personnel 3 8233 - Zuniga-Perez, Edwin
Position: PFF

Authority

Reported By 5306 - Beals, Jason
15:23:34     Thursday, August 10, 2023

Officer In Charge 5306 - Beals, Jason
15:23:36     Thursday, August 10, 2023

Reviewer  - ,

Narratives

Narrative Name Engine 98
Narrative Type Incident
Narrative Date 15:14:52     Thursday, August 10, 2023
Author 5306 - Beals, Jason
Author Rank CA
Author Assignment 1
Narrative Text Engine 98 responded code 3 to the address above for a high gas alarm and arrived without

incident. Upon arrival we met with facilities personnel who took us to the gas alarm
monitoring system which showed a momentary spike of Chlorine. The current reading
upon our arrival was 0ppm. The facility Emergency Response Team donned PPE and
appropriate monitors for entry to the room where the alarm originated. Engine 98 crew
donned PPE and acted as the backup team. The Emergency Response Team made entry
and found zero readings on their monitoring equipment which confirmed the 0ppm on the
alarm monitoring system. It was determined that there was no emergency. Engine 98
cleared the scene.
End of report by Captain Beals

End of Report
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Basic

Alarm Date and Time 09:58:14     Wednesday, August 30, 2023
Arrival Time 10:03:30
Controlled Date and Time
Last Unit Cleared Date and Time 10:22:02     Wednesday, August 30, 2023
Response Time 0:05:16
Turnout Time 0:01:59
Priority Response Yes
Completed Yes
Fire Department Station 09
Shift B
Incident Type 321 - EMS call, excluding vehicle accident with injury
Aid Given or Received N - None
Alarms 1
Action Taken 1 31 - Provide first aid & check for injuries
Action Taken 2 32 - Provide basic life support (BLS)
Action Taken 3 33 - Provide advanced life support (ALS)
Casualties No
EMS Provided Yes
Apparatus - Suppression 1
Personnel - Suppression Personnel 3
Property Use 700 - Manufacturing, processing
Location Type Address
Address 3250  SCOTT BL
City, State Zip SANTA CLARA, CA 95050
Latitude 37.379521
Longitude -121.97163

Situation

Initial Dispatch Code MEDICAL
Final Dispatch Code MEDICAL
Incident Delay 0 - No Delay
Incident Reported By 1 - No - I Did Not Check
Response Type 3 - Code 3
Critical Incident No

Apparatus - E99

Apparatus ID E99
Response Time 0:05:16
Turnout Time 0:01:59
Apparatus Dispatch Date and Time 09:58:14     Wednesday, August 30, 2023
En route to scene date and time 10:00:13     Wednesday, August 30, 2023
Apparatus Arrival Date and Time 10:03:30     Wednesday, August 30, 2023
Apparatus Clear Date and Time 10:22:02     Wednesday, August 30, 2023
Apparatus priority response Yes
Number of People 3
Apparatus Use Suppression
Apparatus Action Taken 1 31 - Provide first aid & check for injuries
Apparatus Action Taken 2 32 - Provide basic life support (BLS)
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Apparatus - E99

Apparatus Action Taken 3 33 - Provide advanced life support (ALS)
Apparatus Action Taken 4 30 - Emergency medical services, other
Apparatus Type 11 - Engine
First Arriving Unit Yes
Personnel 1 5310 - Poloni, Stephanie

Position: DE
Amount 1: $0.00

Personnel 2 5747 - Carter, Gail
Position: CA

Personnel 3 7221 - Willis, Samuel
Position: FF
Amount 1: $3.00

Authority

Reported By 5747 - Carter, Gail
15:06:12     Wednesday, August 30, 2023

Officer In Charge 5747 - Carter, Gail
15:06:15     Wednesday, August 30, 2023

Reviewer  - ,

Narratives

Narrative Name E99B
Narrative Type Incident
Narrative Date 14:40:24     Wednesday, August 30, 2023
Author 5747 - Carter, Gail
Author Rank CA
Author Assignment 1
Narrative Text F2307611    E Type:    PHONE   MEDICAL MEDICAL CALL        Sub Type:

8B01C   CARBON HAZMT  CBRN  Disp:
COMMENTS:
HAZMET EXPOSURE BY LIQUID IN A BOTTLEEMS 133

E99B was dispatched on a Bravo-level medical call for report of a Hazmat exposure at
location indicated in District 9. E99 PAR3/0 Carter, Poloni, Willis. No delays encountered
in turnout or enroute. Arrived on the scene of a local R&D building, met curbside by
security, and directed into front lobby entrance and ERT control room. Crew was met on
arrival with MSDS for product involved and other pertinent information about the
exposure. Pt. was a 29 y.o. M found sitting upright in an office chair alert/awake and
breathing, rubbing antidote on his R forearm secondary to a dermal exposure to approx. 2
mL of "spent" HF approx. 15 mins PTA. Per site emergency procedures, the ERT had
rinsed the affected area in an emergency shower for 10 mins. and then the pt. topically
applied (x2) tubes of calcium gluconate antidode per first aid instructions in MSDS. Per
site protocol the pt. was then considered decontaminated and was moved from the lab to
the location found. Pt. was not complaining of pain nor symptomatic at time of contact.
E99 crew rendered ALS assessment and care to the pt. XSCA M16R arrived on the scene
and was updated as to the material of concern, the route of exposure, and the
decontamination/antidote administered thusfar by the site (County event #0133). E99
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CAPT and XSCA paramedic made face-to-face and agreed that satisfactory decon had
occured and on an appropriate destination. VMC was chosen as the county tox-hospital.
In addition to completing medical charting, E99 crew completed a "Patient
Decontamination Survey Sheet for Transport to Hospital" and provided it to M16R for
transport w/ the patient in addition to a copy of the product MSDS sheet in accordance w/
XSC EMS Policy #610 - 'Hazardous Materials Incidents - EMS Response and Transport.'
Pt. walked to the gurney under his own power where he was secured and loaded for Code
2 return to VMC. Pertinent information to complete corporate incident reporting was
provided to the facility management prior to departure, to include but limited to FD event
number and rig designators involved. Cleanup, decon, and documentation were conducted
curbside prior to departure from the scene. For further medical details related to this call,
please refer to the XSC EMS Patient Care Report (PCR) authored by FF-P S. Willis,
SCFD. E99 subsequently cleared the scene and RTQ. End of report. G. Carter, CPT E99B
SCFD 15A47 8/30/2023 1507 hrs.

End of Report
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Alarm Date and Time 21:21:05     Friday, December 8, 2023
Arrival Time 21:26:07
Controlled Date and Time
Last Unit Cleared Date and Time 21:53:44     Friday, December 8, 2023
Response Time 0:05:02
Turnout Time 0:00:34
Priority Response Yes
Completed Yes
Fire Department Station 09
Shift A
Incident Type 744 - Detector activation, no fire - unintentional
Aid Given or Received N - None
Alarms 1
Action Taken 1 86 - Investigate
Action Taken 2 60 - Systems and services, other
Casualties No
Apparatus - Suppression 2
Personnel - Suppression Personnel 4
Property Use 629 - Laboratory or science lababoratory
Location Type Address
Address 3250  SCOTT BL
City, State Zip SANTA CLARA, CA 95050
Latitude 37.379521
Longitude -121.97163

Situation

Initial Dispatch Code ALARM
Final Dispatch Code ALARM
Incident Delay 0 - No Delay
Incident Reported By 1 - No - I Did Not Check
Response Type 3 - Code 3
Critical Incident No

Apparatus - E99

Apparatus ID E99
Response Time 0:05:02
Turnout Time 0:01:53
Apparatus Dispatch Date and Time 21:21:05     Friday, December 8, 2023
En route to scene date and time 21:22:58     Friday, December 8, 2023
Apparatus Arrival Date and Time 21:26:07     Friday, December 8, 2023
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Apparatus - E99

Apparatus priority response Yes
Number of People 3
Apparatus Use Suppression
Apparatus Action Taken 1 86 - Investigate
Apparatus Action Taken 2 63 - Restore fire alarm system
Apparatus Type 11 - Engine
First Arriving Unit Yes
Personnel 1 4133 - Mar, Larry

Position: CA
Amount 1: $3.00

Personnel 2 6228 - Perry, Robert
Position: FFP

Personnel 3 7225 - Vo, Trung
Position: FF

Apparatus - H99

Apparatus ID H99
Response Time 0:02:59
Turnout Time 0:00:34
Apparatus Dispatch Date and Time 21:23:13     Friday, December 8, 2023
En route to scene date and time 21:23:47     Friday, December 8, 2023
Apparatus Arrival Date and Time 21:26:12     Friday, December 8, 2023
Apparatus priority response Yes
Number of People 1
Apparatus Use Suppression
Apparatus Action Taken 1 60 - Systems and services, other
Apparatus Type 93 - HazMat unit
Personnel 1 4974 - Hernandez, Carlos

Position: DE
Amount 1: $1.00

Authority

Reported By 4133 - Mar, Larry
23:00:01     Friday, December 8, 2023

Officer In Charge 4133 - Mar, Larry
23:00:05     Friday, December 8, 2023

Reviewer  - ,

Narratives

Narrative Name Engine 99
Narrative Type Incident
Narrative Date 22:45:31     Friday, December 8, 2023
Author 4133 - Mar, Larry
Author Rank CA
Author Assignment 1
Narrative Text At 2121 hours on Friday December 8, 2023 we were dispatched to an unintentional

detector activation. Two units were assigned to this incident. Four personnel responded.
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We arrived on scene at 2126 hours and cleared at 2153 hours. The incident occurred at
3250 SCOTT Bl, SANTA CLARA. The local station is 09. The general description of this
property is laboratory or science laboratory. The primary task(s) performed at the scene by
responding personnel was investigation. No mutual or automatic aid was given or
received.

Alarm number 2310880 has been assigned to this incident.

Engine 99 was dispatched for toxic gas alarm at a building in DIstrict 9. Hazmat 99
attached to the call. We arrived at the front entrance. A security officer for Apple was on
scene. They assisted with notifying building engineers and helping us get into the
building. We eventually used the keys in the Knox box to open the door. We walked into
a command room to view the building sensors from a computer monitor. It showed a
GD089 area sensor that spiked for a few seconds at .65 ppm for chlorine. It was above the
alarm level and the sensor triggered an alarm. The spiked settled back to zero after a few
seconds. Shortly thereafter, facility engineers arrived on scene. They confirmed the spike
and attributed it to a sensor error. They were able to reset the area sensor. All sensors
showed normal operations. We secured the building keys back into the Knox vault. We
secured our Knox key back into our key vault. Engine 99 and Hazmat 99 cleared the
scene. Endof report by Captain Larry Mar.

End of Report
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Alarm Date and Time 07:37:15     Thursday, May 30, 2024
Arrival Time 07:43:11
Controlled Date and Time
Last Unit Cleared Date and Time 07:55:31     Thursday, May 30, 2024
Response Time 0:05:56
Turnout Time 0:02:28
Priority Response Yes
Completed Yes
Fire Department Station 09
Shift C
Incident Type 321 - EMS call, excluding vehicle accident with injury
Aid Given or Received N - None
Alarms 1
Action Taken 1 32 - Provide basic life support (BLS)
Casualties No
EMS Provided Yes
Apparatus - Suppression 1
Personnel - Suppression Personnel 3
Property Use 700 - Manufacturing, processing
Location Type Address
Address 3250  SCOTT BL
City, State Zip SANTA CLARA, CA 95050
Latitude 37.379521
Longitude -121.97163

Situation

Initial Dispatch Code MEDICAL
Final Dispatch Code MEDICAL
Incident Delay 0 - No Delay
Incident Reported By 1 - No - I Did Not Check
Response Type 3 - Code 3
Critical Incident No

Apparatus - E99

Apparatus ID E99
Response Time 0:05:56
Turnout Time 0:02:28
Apparatus Dispatch Date and Time 07:37:15     Thursday, May 30, 2024
En route to scene date and time 07:39:43     Thursday, May 30, 2024
Apparatus Arrival Date and Time 07:43:11     Thursday, May 30, 2024
Apparatus Clear Date and Time 07:55:31     Thursday, May 30, 2024
Apparatus priority response Yes
Number of People 3
Apparatus Use Suppression
Apparatus Type 11 - Engine
First Arriving Unit Yes
Personnel 1 7225 - Vo, Trung

Position: FF

Page 1 of 2 Printed:  05/02/2025 11:14:44



Incident Report
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Apparatus - E99

Amount 1: $3.00
Personnel 2 6761 - Maya, Eduardo

Position: FFP
Personnel 3 6769 - Flournoy, Robert

Position: DE
Amount 1: $3.00

Authority

Reported By 6769 - Flournoy, Robert
14:32:26     Thursday, May 30, 2024

Officer In Charge  - ,

Reviewer  - ,

Narratives

Narrative Name E99
Narrative Type Incident
Narrative Date 14:30:28     Thursday, May 30, 2024
Author 6769 - Flournoy, Robert
Author Rank DE
Author Assignment 1
Narrative Text At 0737 hours on Thursday May 30, 2024 we were dispatched to an EMS call. One unit

was assigned to this incident. Three personnel responded. We arrived on scene at 0743
hours and cleared at 0755 hours. The incident occurred at 3250 SCOTT Bl, SANTA
CLARA. The local station is 09. The general description of this property is manufacturing,
processing. The primary task(s) performed at the scene by responding personnel was to
provide basic life support (BLS). No mutual or automatic aid was given or received.

Alarm number 2404731 has been assigned to this incident.
Engine 99 were dispatched on this call code 3.   We arrived on scene and met with the
patient.  The chief complaint was dizziness.  PT was found outside with staff. PT was
exposed to HCL gas and was outside for fresh air decon. Vital signs and medical history
were taken and recorded.  A physical survey of the patient was made.  County Ambulance
arrived on scene and was apprised of the patient's condition.   BLS care was provided by a
EMT on Engine 99.  The patient was offered transport to a hospital by ambulance and
chose to refuse it.  The SCFD Refusal of Service Information Sheet was explained to the
patient in detail.  The patient understands that the condition they have may get worse and
that by refusing transport could result in a more serious condition including death.  The
patient made the decision to sign the form (electronic version) and again refuse the offer
for transport to a hospital.  A witness also signed the form.  See electronic copy of form.
County Ambulance was cancelled.   For specific details regarding patient care, refer to the
Pre-Hospital Care Report written by DE Flournoy.  All times approximate.  Report by
Acting Captain Flournoy 99A. E 99 cleared. End of report.

End of Report
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Basic

Alarm Date and Time 21:53:57     Thursday, February 22, 2024
Arrival Time 21:58:39
Controlled Date and Time
Last Unit Cleared Date and Time 22:31:44     Thursday, February 22, 2024
Response Time 0:04:42
Turnout Time 0:02:01
Priority Response Yes
Completed Yes
Fire Department Station 09
Shift C
Incident Type 321 - EMS call, excluding vehicle accident with injury
Aid Given or Received N - None
Alarms 1
Action Taken 1 33 - Provide advanced life support (ALS)
Casualties No
EMS Provided Yes
Apparatus - Suppression 2
Personnel - Suppression Personnel 5
Property Use 549 - Specialty shop
Location Type Address
Address 3250  SCOTT BL
City, State Zip SANTA CLARA, CA 95050
Latitude 37.379521
Longitude -121.97163

Situation

Initial Dispatch Code MEDICAL
Final Dispatch Code MEDICAL
Incident Delay 0 - No Delay
Incident Reported By 1 - No - I Did Not Check
Response Type 3 - Code 3
Critical Incident No

Apparatus - E99

Apparatus ID E99
Response Time 0:04:42
Turnout Time 0:02:01
Apparatus Dispatch Date and Time 21:53:57     Thursday, February 22, 2024
En route to scene date and time 21:55:58     Thursday, February 22, 2024
Apparatus Arrival Date and Time 21:58:39     Thursday, February 22, 2024
Apparatus Clear Date and Time 22:31:44     Thursday, February 22, 2024
Apparatus priority response Yes
Number of People 3
Apparatus Use Suppression
Apparatus Type 11 - Engine
First Arriving Unit Yes
Personnel 1 5761 - Wilkie, Triston

Position: DE
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Apparatus - E99

Amount 1: $3.00
Personnel 2 6768 - Kent, David

Position: DE
Personnel 3 8226 - Flaherty, Mitch

Position: FF

Apparatus - M92

Apparatus ID M92
Response Time 0:05:47
Turnout Time 0:03:42
Apparatus Dispatch Date and Time 21:53:57     Thursday, February 22, 2024
En route to scene date and time 21:57:39     Thursday, February 22, 2024
Apparatus Arrival Date and Time 21:59:44     Thursday, February 22, 2024
Apparatus priority response Yes
Number of People 2
Apparatus Use Suppression
Apparatus Type 76 - ALS unit
Personnel 1 4970 - Ayllon, Aitor

Position: CP
Personnel 2 6380 - Kastner, Steven

Position: FF

Authority

Reported By 6768 - Kent, David
07:54:07     Friday, February 23, 2024

Officer In Charge  - ,

Reviewer  - ,

Narratives

Narrative Name E99
Narrative Type Incident
Narrative Date 07:47:25     Friday, February 23, 2024
Author 6768 - Kent, David
Author Rank DE
Author Assignment 1
Narrative Text E99 responded to above address code 3 for a report of a male feeling dizzy. Upon arrival

E99 was met at the front door by the patients coworkers and lead to the pt. . E99 assessed
pt and took basic vitals. Pt was alert and oriented X 4. ALS care was provided. Pt signed
AMA.Pt was advised of the risks and signed AMA. Engine 94 cleared the scene and
returned to quarters. All times approximate.  For further details refer to PCR by Paramedic
M. Flaherty. 
End of report by DE  Kent.

End of Report
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